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Component KQ201-01 KQ201-02
TransNGS® Library Quantification qPCR
SuperMix (2x) tml I ml
Library Quantification Primer Mix (20%) 100 pl 500 pl
Passive Reference Dye (50%) 40 pl 200 pl
Nuclease-free Water 1 ml Sml

HEFZqQPCRIEZR 551 (LA20 pliR Rz A2 A )
Component Volume Final Concentration
Template Variable as required
TransNGS® Library Quantification gPCR SuperMix (2x) 10 ul 1%
Library Quantification Primer Mix (20%) 1 ul 1x
Passive Reference Dye (50%) (optional) 0.4 ul 1x
Nuclease-free Water Variable -
Total volume 20 pul
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95C 5 min 95°C 5 min

95°C 25 sec 95°C 20 sec

60°C 45 sec 335 cycles 60°C 20 sec j 35 cycles

Dissociation Stage 72°C 30 sec
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« Passive Reference Dye I (50x)
ABI Prism 7000/7300/7700/7900, ABI Step One, ABI Step One Plus, ABI 7900HT, ABI 7900HT Fast
« Passive Reference Dye II (50%)
ABI Prism 7500, ABI Prism 7500 Fast, ABI QuantStudio Dx/3/5, ABI QuantStudio 6/7/12K Flex, ABI ViiA 7,
Stratagene Mx3000P/Mx3005P/Mx4000
* No Passive Reference Dye
Roche LightCycler 480, Roche Light Cycler 96, MJ Research Chromo4, MJ Research Opticon 2, Takara TP-800,
Bio-Rad iCycler iQ, Bio-Rad iCycler iQ5, Bio-Rad CFX96, Bio-Rad C1000 Thermal Cycler, Thermo Scientific
Pikoreal 96, Qiagen Corbett Rotor-Gene 6000, Qiagen Corbett Rotor-Gene G, Qiagen Corbett Rotor-Gene Q,
Qiagen Corbett Rotor-Gene 3000, Mastercycler ep realplex
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« FRIEGQPCRILZSA B 3£ FF Passive Reference Dyes
« B ZFREMIES B TransNGS® Library Quantification Kit for Illumina® (B %5 :KQ101) /= ik BB,

A7 AR TS, A F IR
RRAS: V1-202008

MR HiG +86-10-57815020

JR% W% complaints@transgen.com

e N2 EIRIRAERAE]

& www.transgen.com 7y +86-400 898 0321
& frans@iransgen.com Q ItEbE RPN FAHERRFEISE




